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This manual contains installation and operation procedures 
for the following:

830-320 Attachment, Seat Back Brace 
for Multi-Joint System 3 PRO and System 4 PRO

INTRODUCTION

The Seat Back Brace for the Biodex Multi-Joint System 3 PRO and System 4 PRO is
designed to provide added stability when the seat back is used in a lowered position
at zero degrees seat rotation for side lying, supine and prone patterns (particularly
of the hip). The Seat Back Brace is easy to install, adjustable, and simple to use. Once
installed, set-up takes only seconds.

INSTALLATION

(See Figures 1, 2 and 3.)
1. Ensure the seat back is in the up position. Rotate the seat to 0 degrees to

either side on the seat rotation scale. 

2. Line up one rod-end swivel of the Seat Back Brace with the clevis on the seat
back and insert the clevis pin.

3. Release the seat back handle and lower the seat back to “10” on the seat back
tilt scale.

4. Loosen the seat back brace locking knob. Extend the lower part of the brace
and insert the rod-end swivel into the trolley mount clevis on the Multi-Joint
System. Insert the clevis pin.

5. Position the patient per protocol, then lock the Seat Back Brace locking knob
to secure. Be sure to loosen the seat locking knob when adjusting the height
of the seat or the position of the seat back.

6. To rotate the seat to the opposite 0 degree position, disconnect the lower end
of the back only. Repeat steps four and five.

MAINTENANCE

As needed, inspect rod-end swivels, clevis mount and clevis pins for signs of wear
or damage.

To clean, wipe with a damp cloth. Mild soap and water can be used to remove
scuff marks.
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